Image photoplethysmography can realize low-cost and easy-to-operate non-contact heart rate detection from the facial video, and effectively overcome the limitations of traditional contact method in daily vital sign monitoring. However, it is hard to obtain more accurate heart rate detection values under the conditions of subject's facial movement, weak ambient light intensity and long detection distance, etc. In this article, a non-contact heart rate detection method based on face tracking is proposed, which can effectively improve the accuracy of non-contact heart rate detection method in practical application. The corner tracker algorithm is used to track the human face to reduce the motion artifact caused by the movement of the subject's face and enhance the use value of the signal. And the maximum ratio combining algorithm is used to weight the pixel space pulse wave signal in the facial region of interest to improve the pulse wave extraction accuracy. We analyzed the facial images collected under different experimental distances and action states. This proposed method significantly reduces the error rate compared with the independent component analysis method. After theoretical analysis and experimental verification, this method effectively reduces the error rate under different experimental variables and has good consistency with the heart rate value collected by the medical physiological vest. This method will help to improve the accuracy of non-contact heart rate detection in complex environments.
Journal of Computer and Communications cular disease, and it is also a key vital sign parameter for clinical monitoring [1] .
Traditional Electrocardiogram (ECG) as the gold standard when it comes to the current heart rate measurement, is widely used in clinical diagnosis and physiological monitoring, but this method requires complicated professional operation and multiple electrodes to connect with the human body during use. Long-term daily monitoring is prone to skin discomfort, movement limited and other problems, especially in burns and scalds, allergic constitution, limb mutilation, neonate and other scenarios in the use of restrictions. In view of the shortcomings of traditional heart rate detection methods for contact subjects, researchers have proposed non-contact heart rate detection methods based on microwave radar [2] , thermodynamic image [3] , video image processing [4] and so on in recent years. Among them, the heart rate detection method based on video image processing has the advantages of simple equipment, stable system and fast operation, which has become a research hotspot and has received extensive attention.
The theoretical basis for non-contact heart rate detection method based on video images processing is image photoplethysmography (IPPG) [5] . Some literatures also refer to remote photoplethysmography (RPPG) [6] and photoplethysmography image (PPGI) [7] . Since Verkruyess [8] first proposed IPPG method, researchers have developed a variety of algorithms to improve heart rate detection accuracy, such as blind source separation method [9] , chrominance method [10] . However, it is difficult for these algorithms to obtain a higher accuracy of heart rate estimation in the case of detection distance and face movement [11] , Therefore, this paper proposes to use Kanade-Lucas-Tomasi (KLT) feature tracker [12] to track the detected face parts and improve the segmentation efficiency of region of interest extracted from pulse wave signals, enhance the signal value of the region of interest (ROI). The maximum ratio combination algorithm (MRC) is used to weight the pulse wave signals in the pixel space of the segmented area, so as to improve the facial pulse signal-to-noise ratio and obtain a higher precision heart rate. We set near and far groups of test distances. The experimental research was carried out under three scenarios of natural steady, free talk and head rotation, to verify the practical application effect of the algorithm proposed in this paper. The heart rate extracted by this method was compared with the parameter collected by medical physiological vest and independent component analysis (ICA) method [13] . Statistical test and error analysis were carried out based on the experimental data, and the results showed that the method presented in this paper could reduce errors in different experimental scenarios and improve the accuracy of heart rate detection.
Method
A periodic change in the volume of blood in the circulation of the body that is consistent with the pulse when the heart is pulsating. When exterior illumination intensity is stable, eliminate the factor that the skin, muscle, organization absorbs constant to smooth intensity, the heart is in systole and a pulsating cycle that diastole falls, reflex smooth intensity also produces periodic change as the absorption change of peripheral blood volume. The essence of IPPG is to use this bio-optical principle to perceive and isolate heart rate signals from video images containing human faces, it has two basic steps: first, manually or automatically select the signal interest area of the face part in the video image. Then the image processing and signal analysis techniques are used to post-process the segmented ROI and extract the corresponding pulse waveform [5] . In practical applications, in the case of non-complete or non-autonomous movement of the subject, such as blinking eyes, licking lips, talking, it is not conducive to face segmentation. For this, the KLT method [14] is used to track the facial part in real time, which improves the extraction and separation efficiency of the face's interest area during the movement and enhances the signal use value.
Because of the different blood vessel distribution in the face part, the value of pulse wave signal in the effective region of interest is also different [11] . Therefore, the maximum ratio combination algorithm [15] is used to merge the pulse wave signals in different pixel regions of the region of interest in the face part, for improve the accuracy of heart rate detection. The method flow is divided into two steps: 1) preprocessing: decompose the video into image sequences, use Viola-Jones face detector [16] to identify face regions, then use KLT algorithm to track the face, segment the contour of the face, and finally extract the ROI. 2) Signal extraction: set up signal buffer and sampling window to carry out spatial transformation, filtering and spectral peak extraction for the signal strength of ROI, and finally the heart rate was proposed through MRC algorithm.
Face Tracking
The KLT algorithm is a corner feature point tracking algorithm proposed by Kanade and Lucas [14] . This method performs feature matching on two adjacent frames of the video image according to the second-order derivative gradient local search idea. The feature points in the current image frame are used as tracking points and the optical flow estimation is performed, and the position of the tracking point corresponding to the image of the next frame is calculated, thereby calculating the position change amount between the two frames of images. KLT has the advantages of high tracking efficiency and fast positioning speed in application scenarios such as constant brightness, continuous time and spatial consistency. Constant brightness means that the external illumination of the tracked part is stable; time continuous means that there is temporal correlation between adjacent frames, and the feature point motion is small, spatial consistency means that the pixel motion in the local area is consistent, and the proximity equation can be established to solve the motion of the center point pixel. Therefore, KLT has good applicability in theory in the non-contact heart rate detection method based on face information.
In order to eliminate the large motion artifacts caused by human physiological and natural movements and other factors that interfere with the extraction of physiological signals, we locate and extract the ROI with the forehead, eyes, nose and mouth and facial contour as feature points. Use Viola-Jones face detector to recognize and detect faces, then using Harris corner detection, the image of the partial image is detected by the window of the partial image, and the pixel that moves in any direction causes the image gray to change significantly. The feature points are tracked and adjusted in real time according to the displacement vector to achieve the effect of face tracking region positioning. The KLT algorithm has a good tracking effect in the case of rotation, swing, near-far movement and partial occlusion of the face, which helps to accurately segment the face region and enhance the quality of physiological signal extraction. The effects of different face tracking scenes are shown in Figure 1. 
MRC Algorithm
MRC is the optimal choice in diversity merging technology, which can obtain the best performance and bring higher signal-to-noise ratio than selective combining and equal gain combining [15] . The core idea is to weight the pulse wave signal of each channel, that is, the pixel region, and increase the signal-to-noise ratio to obtain the optimal estimation value.
Each frame recorded by the camera contains a video image of the face that records the intensity change information of the ambient light reflected back by the face and is mapped into the image two-dimensional pixel space. The recorded video is in the form of intensity signal ( ) , , R x y t , That is, the intensity of the reflected light generated by the light passing through the face, including the backscattered light intensity of the transmitted skin after absorption by the blood and the surface reflected light intensity of the non-transmitted skin [11] :
Different regions of the skin show variation delay due to different blood flow time [12] , for example, there is a delay of 80 ms in the pulse wave signal between the finger and the auricle, but the delay between the farthest two points of the face is less than 10ms, and the delay is too small to be considered in the case of 
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According to the MRC algorithm principle [15] , in order to obtain the maximum overall measurement signal to noise ratio, the weight i G of each channel should be proportional to the root mean square value of the channel signal component, and inversely proportional to the mean square error of the channel component. Here:
Since the oscillation frequency of ( ) p t is substantially equal to the heart rate, the spectral power of the pulse wave signal ( ) p t fluctuates within the heart rate range, and the spectral energy 
Experiment Setup

Experimental Premise
In the experiment, the CMOS webcam (Hikvision, ds-2cd8426fwd/f-i) was used as the video acquisition equipment, the camera work at a frame rate of 30 fps, with a resolution of 1280 × 720 pixels and with 8 bits depth to record color video including human faces. Experimental computer calculates the frequency is 3.6 GHz. Equivital medical physiological monitoring vest (EQ02+ Life Monitor) was used as the contrast device, as heart rate gathering equipment, it has gained the certification of FDA and CE, the accuracy conforms to the standard of medical equipment, It can collect the bipolar leads of electrocardiogram signals of 256 Hz, and it can eliminate the psychological burden on the subjects caused by the traditional finger clip Oximeter and the electrode-patch ECG monitor, thus helping to improve the experimental effect, the vest and parameters are shown in Figure 2 and Figure 3 . This experiment based on Matlab programming and signal processing on Windows system.
Experimental Posture
Natural light as the illumination condition in this experiment. Participants wore a physiological vest and sat facing the camera in a sitting position. At the distance of 1 m and 1.5 m respectively from the camera, the participants were tested with natural steady, free talking and head rotation, each experimental action was recorded as a group of video with a recording time of at least one minute, the experimental scenes are shown in Figure 4 . In order to eliminate the interference Journal of Computer and Communications factors during the experiment, participants are required to actively cooperate, naturally and evenly breathe, and perform the prescribed actions according to the requirements to avoid involuntary movement.
Experimental Procedure
The experimental flow arrangement is as shown in Figure 5 , while facial video is recorded by camera, physiological parameters of subjects are collected by physiological vest, recorded video file was saved as the experimental sample by time stamping. Then ICA method and this method were used for processing and estimation respectively, and the heart rate estimation of the two methods was obtained. Finally, the experimental data is statistically analyzed.
Results
Experimental Result
The experimental results obtained by this method are shown in the Figures 6-8 , in this experiment, three subjects were tested, and the distance and motion were taken as experimental variables. 18 video images with a duration of 1 min were sorted out as experimental samples, the average heart rate within 10 s of the stabilization time was recorded as the effective value. Figure 9 shows the comparison between the estimated heart rate of the same subject generated by the two methods and the truth value collected by the vest. 
Error Analysis
The heart rate obtained by the ICA method and the method is an observation value ( obs X ), and the physiological vest data is a contrast value ( model X ), then made error analysis respectively. The deviation between the observed value and the control value is measured by comparing the root mean square error value.
With a mathematical model [11] :
After calculation, the RMSE comparison obtained is shown in Figure 11 . A paired sample T-checks was performed on the relative error between the observed value and the control value to obtain a P value of 0.009 and less than 0.05, indicating that the two detection methods have significant differences. 
Evaluation
The experiment used different test distances and different action states as variables to detect heart rate by this method and ICA method respectively. By comparing the statistical analysis of the obtained data with the error, the heart rate detected by the method is in good agreement with the heart rate collected by the physiological vest, and the error rate under the near and far experimental distance is generally lower than that of the ICA method. A T-checks of the relative errors of the two methods shows that the two methods have significant differences. Non-contact heart rate detection using this method is more accurate than the classical independent component analysis method, and it is performance more robust in face movement and longer distance.
Conclusion
Aiming at the IPPG method difficulties of weak pulse wave signal, motion artifact and low detection accuracy under the conditions of subject's face movement, weak ambient light intensity and long detection distance, this paper proposes a non-contact heart rate detection based on facial tracking. The method uses the KLT algorithm to accurately locate the human face, reduces the motion artifact generated by the face movement, enhances the use value of the ROI region signal, and uses the MRC algorithm to weight the pulse signal in the ROI to eliminate signal interference in different regions, to obtain a higher accuracy heart rate estimates. The experimental results show that under natural light conditions, the method in this paper processes and analyzes videos containing human face under different test distances and experimental actions. The extracted heart rate and the collected control value of physiological vest have a good consistency, and are more accurate than the detection value of ICA method. In the case of multi-target extraction, change of illumination intensity and short sampling time, how to realize heart rate detection in real scenes is the development direction of non-contact physiological parameter detection technology in the future. With more advanced algorithms, multi-parameter, high-accuracy and robust non-contact real-time physiological parameter monitoring technology will have great development prospects in application platforms such as neonatal intensive care unit and medical service robot.
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